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FOREWORD 


This technical report is respectfully submitted by the Physics Department 
of the University of Rhode Island to the Electro-Mechanical Instrumentation 
Branch (Dr. A.J. Zuckerwar), Instrument Research Division, NASA Langley Research 
Center, Hampton, VA. , in fulfillment of the deliverables, mutually agreed upon, 
pertaining to Grant No. NAG-1-519. 
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ABSTRACT 


Fiber optic lever pressure sensors intended for use in a low speed wind 
tunnel environment were designed, constructed and tested for the measurement 
of normal and shear displacements asso:iated with the pressures acting or. a 
flat aluminum plate. On-site tests performed at LaRC along with several static 
and dynamic measurements made at the University of Rhode Island have established 
that, with proper modifications and improvements, the design concepts are accept- 


able and can be utilized for their intended use. 


1 


INTRODUCTION 

The intent of this project is to investigate the utilization of a three- 
fiber optical lever in the design and construction of two pressure sensors 
of minimal dimensions, one of which is designed for the measurement of shear 
motion associated with skin-friction, and one for normal pressure measurements. 
This includes the construction of prototype sensors to be tested in the low 
velocity wind tunnel at Langley Research Center. The basic concept of a three- 
fiber lever, which might be used in a sensor of this type, has been analyzed by 
F.W. Cuomo in Reference 1, which provided the impetus for this research. A fiber 
bundle consisting of three fibers, one transmit and two receive fibers of unequal 
core diameters is utilized. The distal end of the bundle is positioned near a 
reflective element which is displaced by applied pressure (normal or shear), 
causing modulation of the light signals from the receive fibers. By using the 
differential output of the unequal receive fibers, considerable improvement in 
sensitivity is observed. 

Our research this year can be broken down into several efforts leading to 
the design and construction of suitable sensors: 

a. The analytical study to establish th.- most promising optical fiber 
core dimensions, the optimum spacing between cores, the fiber arrangement at the 
distal end and th i mirror configuration for the shear and pressure sensors. 

b. The experimental determination of the elastic moduli , the attenuation 
constants and the linearity at sub-micron motion of optically clear elastomers 
derived from silicone compounds (See Reference 2). 

c. The design and implementation of suitable electronics to efficiently 
couple to the photodetectors and generate the output ratio upon which the improved 
sensitivity is based. The major obstacles to the attainment of acceptable signal 
detection have been associated with noise and frequency response. 
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d. Tbe Initial phase of experimentation using a three-fiber probe. D.C. 
measurements were made for both shear and longitudinal or normal pressure cases, 
and much improvement over previous designs was achieved. Measurements of A.C. 
response of the probes were made indicating that the probe responses are independ- 
ent of frequency in the range of interest. 

e. Design and construction of pressure and shear pressure sensors using a 
reflector incorporated in an elastomeric element. 

f. Testing of the sensors in the wind tunnel facility at LaRC. Tests focused 
on the DC and broadband AC response of the sensors to pressure and shear motion 

in the tunnel. 

g. D.C. pressure calibration tests to establish linearity and level of 
response of the constructed pressure sensors to static pressures somewhat higher 
than those generated in the low speed wind tunnel. 

Central to the shear sensor part described in effort (a) was the development of 
an analytic model for shear motion, involving reflective stripes or half-planes 
for the reflective surface, which would be similar to that proposed by Cuomo 
(Ref. 1) for a full mirror. This shear model is detailed in Ref. 3. The arrange- 
ment of fibers which was eventually used in both shear and pressure sensors 
consisted of three fibers in contact (close-packed) and closely fitted in a metal 
tube (see Ref. 3, Figure 1). Another arran°ement modeled was three fibers in a 
straight line viewed end-on with the transmit fiber as the center fiber. While 
this was more straightforward from a conceptual viewpoint, the analytical results 
were essentially the same as the close-packed or triangular case and practical 
consideration led to the choice of the close-packed arrangement. 

EXPERIMENTAL METHODS AMD RESULTS 

In order to verify the geometric model and establish calibration criteria 
for the three-fiber pressure and shear motion sensors, fiber probes were designed 
and constructed. Several probes were constructed with different fiber core 
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diameters and fiber arrangements. Early efforts showed that repeatable 
orientation of the fibers during assembly of the in-line design, with all three 
fibers in a line viewed end-on, could not be achieved with available equipment and 
efforts were therefore conce. :rated on the triangular or close-packed design. 

To construct the probes, three fibers were stripped of protective buffer, but 
not cladding, and cemented with Math Associates, Inc. two-component fiber optic 
epoxy into a short length of stainless steel hypodermic tubing. The end face of 
the fibers and tube was then polished flat and perpendicular. The fibers leading 
from the probe were covered with a protective sheath and terminated with Amp 
Optimate connectors. Some of the probes were constructed for us by General Fiber 
Optics, Inc. to take advantage of equipment and procedures not available to us. 

Testing of the probes consisted of two distinct procedures, a static or DC 
test and an AC response test. For the DC test, static displacement measurements 
of a mirror relative to the fiber probe were made using a differential micro- 
meter. Displacements were perpendicular to the fiber end for the longitudinal 
test, while the edge of the mirror was displaced through the interaction region 
in a direction parallel to the probe end for shear motion, as detailed in Ref. 3. 
The receive fiber signals and the calculated sensitivity for shear motion are 
shown in Figures 5 and 6 of Reference 3, and can be compared with model predictions 
in Figures 2 and 3 of the same reference. Figures 1 and 2 of this report show 
similar results for the longitudinal test. All testing of the shear configur- 
ation is done at a fixed distance from the mirror to the probe such that when the 
mirror fully reflects the Incident cone of the light, that is, the mirror edge 
is outside the cone of light, then the receive fibers are fully illuminated. 

This ensures the largest response to shear motion of the mirror edge. In addition, 
in practice this maximum in illumination of the fibers is a broad maximum with 
reference to the mirror to probe distance; hence the shear sensor is insensitive 
to small changes in longitudinal distance, and r->ly sensitive to shear motion. 




Figure 3 Is a block diigram of the test apparatus and electronics used 
for the static tests. Several light sources were considered for the fiber 
optic system, Including Incandescent and laser sources. A high power LED, 

Motorola MFOE1201, was chosen for the best combination of output power and 
stability. This LED has a peak wavelength of 820 nm. United uetector Tech- 
nology (UDT) F0-02-400 photodiodes with maximum sensitivity in this range were 
used for detection. The output of the LED was voltage modulated in a square 
wave and the output of the photodiode amplifier was filtered through an Ithaco 
lock-in amplifier set at 1 Hz bandwidth. 

Separate readings were made of the large and small receive fiber outputs 
and the ratio sensitivity calculated from them. From the results of these DC 
tests, both longitudinal and shear, optimum mirror positions can be chosen for 
constructing pressure or shear sensors in a region of linear response near the 
peak of the sensitivity curves. 

The second major test using probes is to determine whether the AC response 
of the sensors depends on frequency in the range of interest, which was initially 
taken as DC to 10 KHz. The test consisted of attaching a mirror to the head 
mass of a piezoelectric transducer in such a way as to provide either longitudinal 
or shear motion relative to a fiber probe which was positioned at a nominal dis- 
tance (and lateral position in the shear case) determined from the DC sensitiv- 
ity curves. A 200/200/50 pm probe was used in these tests. For the longitudinal 
test a probe-mirror distance of 238 pm was chosen, while the shear test was per- 
formed at a mirrored distance of 760 pm and a lateral position of 62 pm referenced 
to the centerline of the transmit fiber. Figure 4 is a block diagram of the test 
apparatus. The transducer is driven by a B & K 1022 oscillator at 100 volts (RMS). 
The output of the photodiode amplifier is fed into an Ithaco lock-in amplifier 
with a 1 Hz bandwidth. The transducer driving frequency is also used as the 
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reference frequency for the lock-in amplifier. Thus, by varying the oscillator 
frequency, the range from 20 Hz to 10 KHz (the maximum frequency range of the 
lock-ir.) can be scanned with a constant bandwidth. 

In order to establish the frequency dependence of the transducer, a commer- 
cial piezoelectric accelerometer was mounted in place of the mirror on the trans- 
ducer face and the output of the accelerometer recorded as a function of frequency. 
Figure 5 shows the AC response of the large and small receive fiber for the shear 
configuration, while Figure 6 provides the ratio response. Similarly, Figures 7 
and 8 show the longitudinal data. The response of the accelerometer was converted 
into displacement assuming the relationship x ■ ^7 , where a is the acceleration, 
x is the displacement and u is the angular frequency. Figure 9 is the calculated 
displacement from the accelerometer showing good agreement with the prcoe data. 

This indicates no frequency dependence in the probes themselves in this range. 
Structure common to all of the curves can be assumed to be resonances of the 
transducer. 

A separate experimental study was carried out to determine the elastic moduli 
and attenuation coefficients of optically clear elastomers. Static measurements 
of Young's Modulus and dynamic sound speed measurements were performed on several 
elastomers. In addition tests were performed to evaluate the linear behavior of 
an elastomeric element within the micron displacement range. These tests are 
detailed in Ref. 2 and the results tabulated in Table III of Ref. 2. Consider- 
ation of this data led to the choice of three Petrarch Systems elastomers for 
use in constructing the sensors. 

Several sensor devices were designed and constructed for testing in the low 
velocity wind tunnel at LftRC. Figures 10 and 11 show the basic design of the 
pressure and shea’' sensors. The machining of the brass sensor components was 
done at the Langley Research Center. The mirrors are 1/8" diameter and .007" 
thick. The mirrors were manufactured by depositing aluminum with a protective 
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overcoating of silicon monoxide on a thin glaaa substrate, which was then 
scribed and cut to size. Some of the substrates were masked during deposition 
in order to provide a final mirror which was only silvered on one h&lf of the 
circular substrate with a straight line demarkatlor. for the shear sensors. 
Assembly of the sensors in general is as follows: the mirror is suspended in 

a curved elastomer in the sensor body. The fiber probe is epoxied into the 
threaded probe holder. Final adjustment of the mirror to probe gap and probe 
orientation is done by the 6-40 thread probe holder with a lock nut against the 
body. The body is designed externally to fit a premachined hole in the half- 
inch aluminum plate in the wind tunnel with a locking nut on the threaded body, 
as shown in Figures 10 and 11. 

Suspending the mirror in elastomers in the sensor body caused some diffi- 
culties. The performance of some of the pressure sensors was degraded as a 
result of elastomer working down in between the mirror surface and the probe. 
This occured while filling the region above the mirror. One method of avoiding 
this is to use a precured material above the mirror. Two additional pressure 
sensors were assembled in this way at Langley by Sam Harper using poured elast- 
omers below the mirror and silastic foam rubber caps inserted above the mirror. 
Table 1 lists the elastomers incorporated into sensors which were tested at 
Langley . 




"1 ' 

PI 

Pressure 

P2 

P3 

1 

P4 | 

1 

Shear 

SS2 

SS3 
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G.E. RTV 
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PSW 
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760 

2061 

2061 



Above 

mirror 

Silastic 

Silastic 

PSW 

PSW 

PSW 

PSW 



Foam 

Foam 

2061 

2061 

2061 

2062 



TABLE 1. 

Elastomers 

; Used 

in Sensors 




A aummary report of the teaca at Langley la attached aa ref. 4. 

Sheets 1-4 of Ref. 4 show the electronic configuration used In the tests. Graph 
2 of Ref. 4 Is a summary of the results of the tests, showing the DC and broad- 
band AC response of the sensors for various air velocities In the wind tunnel. 

In addition to performance of the sensors In the low velocity wind tunnel 
at Langley a static pressure test was performed at the University of Rhode Island 
to characterize the performance of the sensors at pressures larger than those 
encountered in the wind tunnel. The factors of interest in this test were the 
magnitude and linearity of response of the pressure sensors in the higher pressure 
range up to .36 psi. The report of this test is attached as Ref. 5. Figures 
2 and 3 of Ref. 5 show the output change of the two fibers of each sensor, which 
exhibit the linearity of response which is desirable for operation of the sensors. 
In addition the pressure sensitivities in psi * are listed in Table 1 of Ref. 5. 

For the four sensors tested the table lists both individual fiber sensitivities 
and the ratio sensitivity, showing a clear improvement in general using the ratio 
of the two fibers. 

For all the testing of the probes and complete sensors, three basic electronic 
components were used which were constructed by an undergraduate student, Richard 
Goyette, working under our direction. The light source for the fibers is an LED 
powered by a circuit which allows either DC operation of the LED or square wave 
modulation. Figure 12 is a schematic of the LED circuit. For square wave oper- 
ation an external function senerator provides the reference frequency, which is 
then also supplied as reference to lock-in amplifiers along with the output fiber 
signals The light from each receive fiber is detected by n photodiode operated 
into an operational amplifier with avitchable amplifier gain. Figure 13 is a 
schematic of the photodiode circuit. The amplified output of the photodiode 
circuit can either be filtered through a lock-in amplifier and the resulting 


signals from the two fibers combined in a ratio output using a digital device 
such as the digital oscilloscope at the Langley wind tunnel facility, or the 
ratio can be taken using an analog divider circuit. Figure 14 is a schematic 
of the circuit which was built using an Analog Devices AD538 divider. 

STATUS OF REf LARCH W IT H LIQU I D CRYSTALS 

From previous discussions with our sponsor we proposed to investigate the 
use of liquid crystals in the design of a shear sensor. We have made prelimin- 
ary observations using liquid crystals to enhance the sensitivity of the detector. 
As a first attempt we placed a small amount of nematic liquid crystal between two 
parallel, circular glass plates separated by optical fibers with a cladding dia- 
meter of 125 um. The two glass pieces were treated with lecithin in order to 
align the molecules perpendicular to the surfaces. One glass was attached to a 
rigid mount and the other was cemented to a PZT shear transducer. A He-Ne laser 
beam and crossed polarizers monitored the orientation of the nematic molecules. 
When an AC voltage was applied to the transducer, the attached glass underwent 
transverse oscillations which disturbed nematic orientation. We observed an 
optical response when the applied frequency was in the range 600-2000 Kz for 
this system. The received signal decreased with increasing frequency. 

These preliminary observations were made to show the effect jnd are predicted 
by the dynamic theory of liquid crystals. We are now in the process of building 
thinner cells mounted in elastomer that can be driven by an air flow. The extent 
to which liquid crystals can enhance the sensitivity is the main goal of the 
investigation. 

SUMMARY 

Several criteria are important in the performance of the fiber-optic ratio 
sensors. From the computer modelling and the experimental data, it can be seen 
that utilizing the ratio of two unequal fibers gives considerable improvement 
in sensitivity over individual fiber pairs, one transmit and or . receive. The 
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minimum detectable motion, and hence the amalleat detectable preaaure change, 
and the sensitivity are improved by the uee of larger fibers to collect more 
signal, and larger ratios of receive fiber core sizes. The higher pressure static 
tests shows that the sensors constructed to date perform as expected when larger 
pressures are measured, although the combination of lower sensor response and 
higher electronic noise resulted In only very marginal perfoimance in the low 
velocity Wind tunnel. 

Several elastomers have been investigated fcr use in these sensors and tech- 
niques developed for incorporating the. i into the sensors. In addition design 
and assembly technique 'or probes and complete sensors have been developed, 
resulting in prototype sensors which do perform generally as expected, although 
with much less response. 

FUTURE EFFORT S 

The following action items have been agreed upon bv LaRC and URI to iraprc ^ 
the sensitivity of the pressure and shear probes: 

1. The area of the fibers will be increased, either through increased diameter 
or greater number of fibers. This will necessitate redimensioning and re- 
machining the probes. The machining will be done at LaRC. 

2. A specification will be added concerning the centerlines of the hole and 
threads of the fiber probe holder. These should be parallel to within 1/2 
deg. for required fiber alignment. The fit of the thread will be changed 
for class 3 to class 2, if necessary. 

3. The elastomer will be changed to one having a lower modulus of elasticity. 

A possible candidate is RTF760. 

4. The design of a schlieren shear probe will be considered. 

5. Positive efforts will be made to reduce the electrical noise in the support- 
ing electronics. A zero DC offset will be incorporated into the photodiode 
amplifier circuit. 
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The length of the probes will be redimensioned to fit the 7"xll" tunnel 
along the entire test section. 

Procedures and apparatus will be developed for calibration of both pressure 
and shear sensors. 
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The analysis of a three-fiber lever transducer 
Trank W. Cuomo 

Department of Physics, University of Rhode Island, Kingston, R.I. 02881 

and 

Naval Underwater Systems Center, Newport, R.I. 02841 


Abstract 

A fiber optic lever sensing technique utilizing three fibers, one transmit and two re- 
ceive with different core diameters, is described. The method predicts improved sensitivity, 
and in some cases, larger fiber-reflector gaps thai three fibers of equal cores numeri- 
cal apertures. Other features include the already zstablished advantages of compensation for 
input power variations and input fiber losses. It is found that optical fibers with unequal 
core-cladding diameters as well as numerical apertures provide the most improved results. 

Introduction 


Non-contacting fiber optic. levers have been recently described for several applications. 
For 2 example, Kobayashi et al. ha/e used them as intracardiac pressure transducers, Cook et 
al. have applied them to shock measurements , 4 Cuomo J has developed pressure and pressure 
gradient hydrophones while Lawson and Tekippe have designed a fiber optic sensor determining 
pressure from the diaphragm curvature. In particular, Reference 4 describes how the dia- 
phragm deflection is derived from the ratio of the light intensity received by two sets of 
fibers, arranged concentrically with the illumination fibers, at some distance from the dia- 
phragm. It is also indicated that this method compensates for input power variations, fiber 
losses and changes in reflectivity while the approach used assumes that the core radii of 
the transmit and receive fibers are identical. This paper utilizes a similar method whereby 
a three-fiber arrangement consisting of one transmit and two adjacent receive fibers of un- 
equal core diameters is used such that the light reflected from a diaphragm, flat or curved, 
and collected by the two receive fibers can be processed by means of ratio measurements of 
the two outputs. The sensitivity of the device can be predicted from the determination of 
the illuminated portions of the receive fiber cores at any fiber-reflector gap within the 
useful range of the device. 


Theory 

The bifurcated two-fiber optic lever has been described in Reference 1, as shown in Fig- 
ure 1. The light transfer coefficient, n , defines the ratio of the total radiated power from 
the proximal tip of the receiving fiber to the total incident light power into a transmit 
fiber. Of the two factors in this equation, the first one represents the light transmission 
loss while the second is associated with the reflector displacement, as indicated else- 
where. In addition, the transducer sensitivity becomes proportional to the coefficient n 
and the total number of transmit/receive fibers used, while increasing with input/output fi- 
ber configurations approaching those shown in Figures 2a and 2b. It is, however, possible 
to utilize geometrical optics to obtain an approximation to device sensitivity without ref- 
erence to optical fiber losses, propagation and reflectivity losses or other related param- 
eters. Figure 3 shows the cross-section at the distal end of two adjacent 100 micron fiber 
cores, one transmit and one receive, and their corresponding areas of illumination project- 
ed at the distal end upon reflection. This figure also shows how the illuminated area of 
the receive fiber, A. + A„ , can be readily obtained. Since the irradiance is defined as the 
radiant flux per unit area, one can write 

P . / P = A / S (1) 

A o 

where P and P are the radiant flux, in watts, at the plane of Figure 3, for the transmit 
Deam an8 receiving fiber, while S and A. ♦ A » A are the corresponding areas of illumina- 
tion, respectively. A small axial displAcemeftt , dq , of the reflector leads to a small 
change in A/S such that the system sensitivity becomes 

d ( A/S ) / dq (2) 

A similar argument can be used if two receiving fibers adjacent to the transmit fiber are 
considered, as shown in Figure 4. It is not necessary that the three fibers be collinear. 

If the two receive fibers have unequal cores, such as SO and 100 microns, then it is possi- 
ble to process the outputs A and B of Figure 4. If the radiant flux intercepted by the two 

receive fibers is P. and P then utilizing Eq. (1) and taking the ratio one obtains 

A D 


(A/Si/JB/S)- A/B 
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(3) 

where A and B are the illuminated areas of the 100 micron and 50 micron receive fibers, re- 
spectively. It is noted that by taking the ratio the quantity S is eliminated from the re- 
sulting expression. The ratio sensitivity simply becomes 

d ( A/B ) / dq (4) 

Conversely, the difference divided by the sum of areas A and B can be obtained yielding 

(A/S - B/S) / (A/S + B/S) - (A-B) / (A+B) (5) 

and 


d (A-B/A+B) / dq (6) 

This approach lends itself to the determination of the optimum arrangement relative to the 
transmit/receive fiber core dimensions, the distance between fiber core centers and the nu- 
merical apertures associated with each fiber. In addition, the index of refraction of the 
gap medium can be included in the calculations. The following section illustrates to some 
extent these considerations. 


Analytical Results 

Computer-generated data are presented based on the theoretical predictions previously 
described. Figures 5 and 6 show the illuminated area of the receive fiber and the sensitiv- 
ity of the two-fiber coupling of Figure 1 as a function of the fiber-reflector gap. It is 
noted that the 100/100 micron fiber pair yields a better sensitivity than the 100/50 micron 
pair. The numerical aperture was assumed to be 0.25 for all fibers. Figures 7 and 8 provide 
results for the sensitivities predicted by the ratio as well as the difference over the sum 
ratio of the three-fiber arrangement of Figure 4. Here, while the gap range is similar to 
that of Figure 6, best results are predicted for operation near 90 microns as compared to 
about 5 microns for the two-fiber pair. In addition, the sensitivities show a sizable im- 
provement particularly for the A/B ratio. In order to establish criteria related to fiber 
core spacing and numerical aperture two commercially available optical waveguides (Corguide) 
were chosen for evaluation. The transmit fiber used 105/140 core-cladding dimensions with a 
0.3 NA while one of the two receive fibers used 52/125 core-cladding and 0.21 NA. The clad- 
ding was assumed to remain as part of each fiber. Figures 9 and 10 give the results of the 
A/B ratio. Figure 10 reproduces a portion of Figure 9 with an expanded sensitivity scale. 
Several improvements are noted over the previous data. A remarkable increase in sensitivity 
is observed while the fiber-reflector gap is extended further. Table 1 below summarizes the 
results presented. 


Table 1 . 


Transmit/Receive Fibers 

Output Ratio 

Sensitivity 
(microns ) 

Fiber/Reflector Gap 
(microns) 

100 / 100 Core 

0.25 / 0.25 NA 

2-Fiber 


1 . 10xl0 - ^ 

3.87 

100 / 100 / 50 Core 

0.25 / 0.25 / 0.25 NA 

A/B 

1.59xl0 -2 

93.0 

3-Fiber 

A-B/A+B 

4.37x10 

93.0 

105-140/105-140/52-125 

Core-Cladding 

A/B 

7.99 

135.4 

0.30 / 0.30 / 0.21 NA 

3-Fiber 

A/3 

1.40 

145.1 


Comments 


The analytical technique described has been confined to the use of three fibers, one 
transmit and two receive with different cores and numerical apertures. It should be obvious 
that larger sensitivities can be realized with a greater number of fibers. For example, the 
arrangement shown in Figure 2c can be used with the six output fibers consisting equally of 
two dissimilar core-cladding diameters. This increase can be obtained without a dimensional 
change of the transducer. It is noted that, with the potential for better sensitivities per 
number of fibers used, much smaller devices can be built for acoustic detection, flow mea- 
surements and medical applications. Although experimental work on this project is well un- 
derway, pertinent data is not available at this time and will be made available at a later 
date. 
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Conclusions 

It is found that geometrical optica, utilizing the illuminated area* approach, can be ef- 
fectively applied to predict the eeneitivity and fiber-reflector gap operating range of fi- 
ber optic lever tensors. The advantages of this technique include the ability to generate 
near optimum conditions related to fiber core and cladding dimensions, spacing between core 
centers and numerical apertures. 
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Figure 1. Geometry of two-fiber system. Figure 2. Fiber distribution at distal end. 
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AN OPTICALLY CLEAR SILICONE RESIN AS AN ACOUSTIC ELEMENT FOR FIBER OPTIC LEVER 
DISPLACEMENT SENSORS 


F. U. Cuomo 

Department of Physics, University of Rhode Island, Kingston, R. I. 02681 USA 


One of the difficulties encountered In the design of fiber optic 
lever sensors is associated with the coupling of the distal end 
of the probe to the reflector. Since any minute dimensional 
change In the fiber-reflector gap requlrea re-calibration of the 
device, some method muat be foisid to prevent, or at laast mini- 
mize, this occurrence. In addition, any reflector dealgn neces- 
sitating some form of clamping can serloi ly limit the frequency 
response of the device. In this paper, . e use of optically 
clear elastomers Is suggested to achieve an efficient sensor 
approach. 


INTRODUCTION 

The application of fiber optic levers technology has led to the development of 
pressure and pressure gradient hydrophones 1 . More recently attention has oeen given 
to probe size reduction, improved sensitivity and extended frequency response. With 
suitable characteristics this type of sensor can be used for low frequency acoustic 
detection as well as in high frequency studies associated with acoustic Imaging. The 
approach used by the author has been to generate a differential output from a three 
fiber bundle ac the distal end of the lever consisting of one transmit and two 
receive fibers having unequal core diameters 1 . This arrangement is shown in Figure 1. 
Photodiodes A and B receive the modulated light signals from the receive fiber pair 
and provide a divider output of much improved sensitivity. An alternate approach is 
also shovr. by dccteti lines which generates an output equivalent to the difference-sum 
ratio. It has been found that the design criteria used at the distal end are 
critical to the successful operation of the device. In order to increase the band- 
width, a fiber-reflector gap relatively free of resonances requires an arrangement 
different from the edge-clamped diaphragm previously used. These considerations have 
led to tne concent of an elastomeric acoustic element having suitable optical, 
mechanical and acoustical properties co couple the distal end of the fiber bundle to 
the reflector. This paper basically describes the experimental evaluation of 
optically clear silicone resins deemed useful for this particular application. 

THEORY 

A thorough analysis of the viscoelastic properties of polymers has been treated by 
J. D. 'erry 1 . In his treatise of experimental methods for bulk measurements, he 
defines the bulk longitudinal modulus M in its complex form 

M* • K* * 1/3 G« (1? 

where k* is the complex bulk compression modulus and C* the complex shear modulus. 

The complex nature of tnese quantities leads to the definitions of the storage 
modulus M’ 


2 2 


( 2 ) 


(3) 


and loo modulus H" 

M” - pv 2 2r/(l+r 2 ) 2 

Slallar axpraaaiona can bt wrlttan for K* and G*. For a aoft nolid. In a frecuancy 
rang* whara G'<<K', M' la practically equal to K' thua providing by bulk measuremants 
tha coaprtaalbillty of tha aatarlal. tha quantity r in Eqna. (2) and (3) la daflnad 

aa 

r ■ _oA_ (4 > 

2k 

whara a la tha acouatlc attenuation in napera/a and \ la the wavelength. Froa Eqna. 

(2) and (3) one alao flnda that for aaall r tha loan factor H"/M' * tan 6 can be 
approximated by 

tan 6 * 2r (5) 

In simple axtanalon tha time-dependant atreaa o(t) and Young’a modulua E(t) are 
given by 

o(c) - cE(t) (6) 

where e la the equivalent strain, while for a viscoelastic solid at equilibrium 

E • 9GK - 2 G(l+y) (7) 

G+3K 

y being che Poisson's ratio. For soft materials with shear moduli on the order of 
10 Pa the approach is simplified by che fact that Poisson's ratio is close to 1/2 
and 

E » 3 G (3) 

EXPERIMENTAL METHODS 

The evaluation of che optically clear silicone compounds under study has been 
performed utilizing the following techniques: 

1. Static measurements 

2. Dynamic measurements 

a. Resonance methods 

b. 1'lcrasonics pulse-echo methods 

3. Linearity measurements 

Due to space limitations the experimental data associated with parts (1), (2b) and 

(3) will be discussed here while part (2a), still under investigation, will be left 
for future treatment. Table I below lists the two-part resins along with some 
specifications provided by their manufacturers. 



RTV 655 
(GENERAL 
ELECTRIC) 

RTV 615 
(GENERAL 
ELECTRIC) 

SYLGARD 182 
(DOW 

CORNING) 

SYLGARD 184 
(DOW 

CORNING) 

PSW-2061 

(PETRARCH 

SYSTEMS) 

PSW-2062 

(PETRARCH 

SYSTEMS) 

SPECIFIC 

GRAVITY 

1.03 

1.02 

1.05 

1.05 

0.98-1.01 

1.00-1.08 

REFJUCT1VF 

INDEX 

1.43' 

1.406 

1.430 

1.430 

1.4066 

1.4950 

DISSIPATION 

FACTOR 

0.001 
(100 Hz) 

0.001 
(100 Hz) 

0.001 
(60 Hz) 

0.001 
(60 Hz) 



DIELECTRIC 

CONSTANT 

3.00 
(100 Hz) 

3.00 
(100 Hz) 

2.70 
(60 Hz) 

2.75 
(60 Hz) 



HARDNESS, 
SHORE A 

50 

45 

40 

35 

18-26 

8-20 

WATER 

ABSORPTION 



0.1X - 
7 DAYS 

n.is - 

7 DAYS 




TABLE I. CLEAR SILICONE ELASTOMERS 
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(a) Static Mimrmnn 


The static Younf't modulus was determined utilizing cylindrical samples. The results 
glvan below In Tabla II represent cha avaraga of elongetlons dua to a aaaa incraaaa 
ranging froa 10 to 200 graaa. Tha raaolutlon la aatlaatad to ba about 10 alcrolnchaa. 


SAMPLE 

655 615 182 184 

2061 

2062 

YOUNC'S MODULUS 
(xlO* Newtons /m; 

2.41 1.34 1.50 2.07 

0.84 

0.71 


TABLE II. STATIC YOUNC'S MODULI 




Baaad on thasa meauurement*, it is poaalble to predict the dlaplacamant aaaoclatad 
with a minimum acoustic pressure of 50 dB re 1 uPa. For tha PSW-2062 sample, for 
instance, this pressure corresponds to a displacement of 4.45xl0 _12 m for a sample 
thickness of 10” 2 meters. In addition, froa aq . (7) of reference (1), the compli- 
ance can ba calculated for a glvan sample cross-section. If a Poisson's ratio near 
1/2 is assumed, a shaar modulus of about 2.37x10 s N/m 2 results. 

(b) Dynamic measurements 

Sound spaed data were obtained at fraquanclas ranging from 0.6 to 2 !lHz , both in air 
and water, as illustrated in Figure 2. The apparatus used for the ln-alr measure- 
ments is shown in Figure 3. These methods provided the information necessary to 
calculate the bulk longitudinal modulus M, the attenuation a and the loss factor 
can 4. Table III lists the results for tliraa of Che samples tested. 


SAMPLE 

! V M 

f.MHz : 

. IN-AIR 

(xlO 1 m/s) 

IN -WATER 

M 

j (xl0 9 N/m 2 ) 

a 

(sSEPERS/b) 

r 

(xlO -3 ) 

tan 5 
(xl0“ 2 ) 


0.6 1.078 


1.190 

27.46 

7.85 

1.57 

RTV-655 

1.0 1.076 

1.075 

1.193 

28.89 

4.95 

0.99 


2.0 1.076 


1.193 

29.88 

2.56 

C.51 


0.6 

1.033 

1.120 

23.86 

6.54 

1.31 

SYLGARD 

1.0 

1.034 

1.123 

31.01 

5.10 

1.02 

182 

2.0 

1.034 

1.122 

39.52 

3.25 

0.65 


0.6 

1.008 

1.016 

7.94 

2.12 

0.43 

PSW-2061 

1.0 

1.008 

1.015 

9.01 

1.45 

0.29 


2.0 

1.005 

1.010 

17.56 

1.40 

0.28 



TABLE III 

ULTRASONIC MEASUREMENTS 


Measurement a. curacies 

within i 2'1 

were attained. A small decrease in 

sound speed is 

noted for 

a corresponding decrease 

in material 

hardness. A 

decrease in 

sotaid attenu- 

atlon and 

loss factor 

is also observed with a 

decrease in hardness. Figure 4 shows 


typical oscilloscope traces illustrating the operation in the single pulse and tone 
burst modes. Immersion-type transducers (KB-Aerotech Style ISS) were used for these 
measurements (Fig. 31. 

(c) L.nearltv measurement* 

The linear behavior of the elastomeric element when subjected to sub-micron motion 
is relevant to the operation of the fiber optic lever device. Efforts have been made 
to establish their linear characteriatlcs with'n the micron displacement range. The 
method utilizes the dielectric properties of the silicone compounds to detect 
changes in capacitance as a function of displacement variations. Thus the measure- 
ment becomes associated with a capacitive-type transducer. In order to establish the 
resolution necessary to the detection of minute motions (1 micron or less), a quad 
diode bridge, whose block diagram 1* shown in Figure 5, is used. This signal 
conditioning device can be utilized for a range of 4 to 200 pF and it provides a 
high output with excellent linearity. To remain within the capacitance range two 
samples 5 cm in diameter and 1 cm thick were cemented between two electrodes, as 
shown in Figure 6. This arrangement provided an equilibrium capacitance of 5.36 pF 
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for each saapla. Flgura 7 shows tha tast apparacua which waa aaaaablad for chla 
work. TVo Lana In g dlffarantlal acraw cranalatora with a raaolutlon of ona alcrolnch 
(2.54xl0~*a) wara aountad at right angles to allow adjustment In two dlractlona. 
Figure 8 glvaa preliminary raaulta for tha HTV-655 aaapla, which aatabliah tha 
feasibility of thla typa of aaaauraaant. Praaant afforta Include tha detection of 
sub-micron aotlona requiring very atabla and lov-nolae alectronlca. 

conclusions 

Tha aachanlcal and acouarlcal propartlaa of aevaral alaatoaarlc coapounda aultabla 
for uaa aa compliant elaaanca In a flbar optic lavar praaaura aanaor have bean 
preaentad. Theaa paraaatera have been experimentally dateralned ualng static and 
dynaalc aaaauraaant aathoda. The raaulta gained from thla inveatlgatlon auggaat 
that tha utilization of optically clear alllcone raalna la aultabla for thla 
application. 
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ABSTRACT 

A fiber optic lever sensing technique that can be v«cd to measure shear 
stresses is discussed. This technique uses three unequal fibers, combining 
small size and high sensitivity. Experimental data appear to confirm theor- 
etical model predlcced by geometrical optics. 

INTRODUCTION 

Non-contacting fiber optic levers have been described for a range of 
applications including pressure transducers, pressure and pressure gradient 
hydrophones and shock measurements 1 Lawson and Tehippe 1 * measured pres- 
sure using diaphragm curvature. Their aethod related dlagraphm curvature to 
the ratio of light intensity received by two sets of fibers concentric with the 
source fibers. Using the ratio of received intensity compensates for input 
power variation*, as well a r , fiber and coupling losses. All fibers were of 
equal core diameters. McMahon et al 5 describe a hydrophone based on the photo- 
elastic effect, which also uses an output ratio method. Cuomo 6 describes a 
technique, which uses only three fibers, one transmit and two receive, of un- 
equal core dimensions. Light is reflected from u diaphragm and is collected 
by the two receive fibers, with the ratio of their outputs determining the sen- 
sitivity. He uses a geometric determination of the illuminated areas of the 
receive fibers to predict sensitivities as a function of fiber-reflector gap. 

Use of unequal receive fiber core diameters results in improved sensitivities 
which permit the consideration of such a small number of fibers in the sensor. 

This paper describes a related method which uses the same three fiber ar- 
rangement, but is sensitive to shear stress rather than pressure. wTiile other 
sensuis have used a diaphragm undergoing normal motion relative to the fiber 
ends, shear motion can be detected by employing a floating element reflective 
onl> on half the area ill uminated by the transmit fiber. Motion parallel to 
the fiber ends is then translated directly into modulation of the output light 
intensity of the receive fibers. A geometrical optics method is used to pre- 
dict sensitivities. Our data indicate the feasibility of a sensor of this type. 

THEORY 

It has been shown 6 that it is possible vsing geometrical optics to obtain 
an appreximat ion to device sensitivity for tne case of a reflector whose motion 
is normal to the fiber ends. Similarly, sensitivities can be approximated for 
reflector motion parallel to the fiber ends. In either case it is unnecessary 
to consider optical fiber losses, reflectivity losses and similar factors. Fig- 
ure 1 shows the cross-section of three adjacent step-index fibers. Fiber spec- 
ifications are given in Table 1. 


table X 


Fibar 

Coia Diameter 
•' (microns) 

Cladding Diameter 
(mlcrenae) 

numerical 

Aperture 

Transmit 

200 

24w 

0.30 

lacalva (A) 

200 

no 

0.30 

Receive (I) 

32 

123 

0.21 


Reflected back on the plane of the fiber aurfacea la the area of Illumination 
due to the transmit fiber. This area varlea with the f lber-ref lector dlatance 
but for a efficiently large dlatance a fully reflecting element would com- 
pletely illuminate both receive flbere aa ahown. Only part of the illuminated 
region of the reflector la reflective. A atralght line aarka the edge of the 
reflective portion. The remaining portion of the reflector la assumed non- 
reflective, with the result that the Illuminated areaa on the receive flbera 
depend on the parallel reflector diaplaceaent . The figure shove the resulting 
Ulus'. isted areas A and B of the large and small receive flbera and the total 
area of illumination due to the transmit fiber. Since the lrradiance is radi- 
ant flux per unit area, one can write 


P./P - A/S 
A o 

P./P • B/S 

D O 


(l) 


where P , P and P are the radiant flux in watte, at the plane of Figure 1, 
for the receive fiBers and the transmit fiber, respectively, and S is the area 
of illumination due to the transmit fiber. With a single receive fiber a small 
reflector displacement dq lead to a small charge in A/S such that the sensi- 
tivity becomes 


d (A/S)/dq . 


( 2 ) 


One can Instead take the ratio of equations (1) for the case of two different 
receive fibers, and obtain 


Y P o A/S _ A 

PJP “ B/S B 
B o 


(3) 


Note that by . aking the 
is thus simply 


ratio the term S is eliminated, 
d (A/B)/dq 


The ratio sensitivity 

(4) 


For simplicity Figure 1 illustrates three fibers of equal numerical aperture, 
but the model easily accomodates different numerical apertures for the three 
fibers. This model C3n be used to determine optimum choices of transmit and 
receive fiber core and cladding diameters, the distance between fiber centers 
and numerical apertures. 

Data were generated using this model, with the fiber parameters given in 
Table 1. Figure 2 shows the illuminated areas of the receive fibers as a 
function of reflector displacement. The reflector displacement is referenced 
to the center line of the transmit fiber. Figure 3 shows the ratio sensitivity. 
The model predicts remarkably high values for sensitivity. In addition, the 
optimum fiber to reflector distance is quite large, making design requirements 
less exacting. 


EXPERIMENTAL METHODS 


To test the model a prototype aenaor w»e constructed. The design is 
ahown in Figure U. Three commercially available atep-index glass fibeis were 
assembled in a short metal sheath. An ultrathin front surface mirror was used 
as tht reflector, with the mirror edge providing ths reflective to non-reflet- 
tive edge. The light source wee s Motorola HF0E1201 LED with a peak wavelength 
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•f 620 n, and two UDT F0-02 400 photodiodes ware used for detection. The 
source was voltage nodulated with a square wave and the photodiode outputs 
filtered (1 Hz band) through lock-ln anpliflera. For these teats the output 
ratio vaa calculated from separate output signals. Mirror displacements par- 
allel to the fiber end were made using a micrometer having a resolution of 
.025 microns In order to establish the sensor operation as a shear sensor and 
also to confirm the theory shown in Figures 2 and 3. The f lber -ref lector gap 
was chosen to maximize the total light throughput. Figures 5 and 6 show the 
results of the tests. Output power from the detector for both receive fibers 
are plotted against mirror displacement In Figure 5, vhile Figure 6 shows the 
sensitivity d(A/B) versus displacement. 

CONCLUSIONS 

It has been shown as Indicated by comparison of Figures 2, 3 and 5, 6 
that the simple model used here effectively predicts sensor behavior. The 
experimental data in Figure 6 shows high values of sensitivity in agreement 
with the model. 

The arrangement of fibers described here provides the potential of build- 
ing small devices for oetecting shear stresses, as well as extension to other 
applications in acoustic detectors, flow measurements and other areas. It has 
been shown that geometrical optics, using the illuminated areas method, can be 
used to predict sensitivities and operating ranges for fiber optic lever 
sensors. This technique can be effectively used to optimize such fiber par- 
ameters as core and cladding dimensions, spacing between fibers and relative 
orientation. 
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Figure 1. Distribution of transmit 
and receive fibers. 



me 


Figure 2. Illuminated areas of 200 
and 50 micron receive fibers. 



Figure 3. Sensitivity of three- 
fiber sensor. 
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Figure 5. Intensity output of 
receive fibers (experimental) . 
r - 200*b fiber, o - 50*n fiber. 


Figure 4. A three-fiber lever 
transducer . 
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Figure 6. Sensitivity of transducer 
(experimental) . 

x - 5*a Intervals 0- 1 m intervals 


SUMMARY REPORT I 


L angley Research Center Wind Tunnel Experiment 

This is a summary of the data pertaining to our recent wind tunnel ex- 
periments at Langley Research Center. Basically two runs were made. 

Run no. 1 was done according to sheets nos. 1 and 2. Pressure sensor 
P2 and shear sensor S2 were used for all measurements and were assembled 

a» 

according to Figures l and 2. Please note that measurements for this run 
were taken only at zero flow and at 122 Ft/s wind tunnel speed. During this 
run the output from the photodiode electronics contained both DC and AC in- 
formation and Ralph was able to obtain data in the DC and AC coupled modes, 
as indicated. 

Run no. 2 was performed according to sheets nos. 3 and 4. During this 
run AC measurements were made at several wind speeds and the results are sum- 
marized in Graph no. 1. It is worthy to note that above 60 Ft/s speeds a 
positive response from the 200 micron fiber was evident. It is also of in- 
terest that for both the shear and pressure sensors a peak in outputs is ob- 
served at about 100 Ft/s. Hopefully, Ralph may be able to explain this. It 
should be indicated that all AC measurements in run no. 2 were taken using the 
PAR pre-amplifier. The increase in gain compared to the data run no. 1 was 
200 to 1. The actual signals recorded provided 166 to 1 increase for the optical 
fiber PL and a corresponding 169 to 1 increase for the rptical fiber SL. The 
discrepancies can be associated with the inclusion of a 3 Hz/3kHz bandwidth. 

We wish to indicate that, due to the poor performance of the 30 micron 
fiber, we were not allowed to determine the output ratio, as originally planned. 

I am confident that had we been able to do so the overall sensitivity would have 
been much better. We must realize that our measurements were made with a single 
receive fiber which is by far the worst case. Thus, future efforts will defin- 
itely improve the overaJ 1 performance of these sensors to meet the requirements 
of the low speed wind tunnel and hopefully exceed them. 
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Reflector Elantomor, 1/16" Thick Silastic Foam Rubber 

(Dimensions and location / 
are approximate) \ / 


CL 


ac >> 

-c 

s a 


ORIGINAL !-/ ■ 13 

OF POOR QUALITY 



' ' ~vV.yj 


X 

rw 

u 

sf 

i 



=> 

1 

W 

\ 

'O 

J 

< 

u 

b. 

CJ 

M 

2 



* * » * v 


I I 

i i 



in 


CA 

6 

0) 

v 

(A 

>, 

C/5 

r *- 

(J Q 

k- -G 
CQ -O 
U 3 
*-» 3- 

CL 0) 

C 

= 0 
CN U 


ORIGINAL PAC2 IS 
OF POOR QUALITY 


ac 

c 

w 

z 

'X, 

W 

Ml 

Ml 

Xj 

a: 

£-• 

Ml' 

as I 
< 


\r\ 

SO 

i 

0 

o 

1 

X 

-S- \ 


a 


M 

a: 

i 


U 

£ 

< 

CJ 

<D 

31 1 

u 

3 

TT 

m! 

0T 

Cu 



FIGURE 




I.OU SPKKI), LAMINAR PLOW 
WIND TUNNKL ( LaRC). Sl'KKD 
Vil OPTICAL KIBLK OUTPUT 




PPISSURL SENSOR P2 
OPTICAL FIBER PL ( A ) 
• MILLIVOLTS (RMS) 



(sua) snoAimw 


( O ) IS b29I.< TVOIidO 
ZS H0SN3S HV3HS 



SUMMARY REPORT II 






STATIC PRESSURE TEST 

The purpose of this test was to characterize the magnitude and linearity 
of response of the 3-fiber pressure sensors to pressures somewhat above acoustic 
pressure levels. 

Figure 1 is a diagram of the test apparatus. The sensor is mounted flush 
in the base of a small pressure chamber. Pressurized gas is admitted through 
a valve to provide static pressures to .36 psi. Pressures are determined using a 
magnehelic differential pressure gauge measuring in units of inches of water. 

The LED light source for the fiber-optic sensor is modulated with a 2kHz 
square wave to provide a frequency forloclc-in amplifiers. The signals from 
the large and small receive fibers are amplified, filtered through Ithaco lock-in 
amplifiers and read on digital voltmeters. 

Four sensors were tested using the procedure outlined above. Sensor PI 
was constructed using the elastomer G.E. RTV 602 to support the mirror and 
silastic foam rubber above the mirror. P2 has foamed RTF760 supporting the 
mirror and silastic foam rubber above the mirror. The bodies of sensors PI 
and ?2 were assembled at Langley by Sam Harper. Sensor F3 has Petrarch Systems 
.•lastener 2061 both above and below the mirror while P4 has 2061 to support 
the mirror and 2062 above the mirror. 

Figures 2 and 3 show the change in output voltage of the large and small 
fibers, respectively, as a function of pressure. The largest response is due 
to P2 vi _h has the largest compliance. Similarly, P3 with the lowest compli- 
ance, exhibits the smallest response Sensors PI and P4 are similar in construc- 
tion and show comparable response. In addition all of the curves show a linear 
response thro rut the range of pressure tested. 

The magnitude of change in fiber output depends not only on pressure but 
on '.he base output of the fiber, which is a function of LED power level and 
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coupllng losses in Che fiber optic eyeten. The sensitivity of a aenaor with 
one receive fiber la usually given aa S ■ (M/I) • (1/dp) where I and L I are 
the output power and output power change, respectively, and ip la the change 
in pressure. Table 1 gives the sensitivities per psl for the large and small 
fibers individually for each sensor. In addition, the importance of a 3-fiber 
sensor such as these is that the change in the ratio of outputs of the large 
and small fibers should give an improved sensitivity over either individual 
fiber. Table 1 also lists the ratio sensitivity S R ■ d(A/B) • (1/dp) where 
A is the large fiber output and B is the small fiber output. Three out of the 
four show significant improvement in sensitivity by using the ratio sensitivity. 
It should be noted that the optimum position of the fiber relative to the mirror 
for ratio sensitivity is not the same as the optimum for individual fiber 
sensitivities. These tests were conducted with the sensors adjusted for optimum 
individual sensitivities. Larger improvements due to "sing the ratio can be 
expected if the sensors are optimized for ratio sensitivity. 

It can be seen then from the results of this test that a measurable response 
to pressure is obtained with all of the four sensors tested in the pressure 
range used. Also the sensors exhibit linearity of response ever this range. 
Improvement of sensitivity can be achieved by using the ratio of fiber outputs 
rather than the individual outputs. 
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Sensitivity (psi *) 


Sensor 

Large Fiber 

Small Fiber Ratio 

(Large/Small ) 

Pi 

.0314 

.0243 

.0731 

P2 

.146 

.0783 

.774 

r 3 

. 05-3 

.0136 

.144 

P4 

.0587 

.064 3 

.0421 


"ABLE 1: Sensitivity per 

psi for 4 probes 
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